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Abstract: This was a prospective audit of 272 seizures from 27 VT centres. It 
showed that seizures were often not attended by nursing staff and when they 
were there were considerable delays. Various factors of the infrastructure of 
the units were examined to see if they influenced better nurse attendance. 
The main factor which resulted in patients being seen quickly be a nurse 
during a seizure was the unit being staffed by dedicated nurses even if the 
unit was situated on a general ward. We also got an idea of the incidence of 
adverse events during VT which was around 12%. We have drawn up some 
recommendations based on the evidence but these are awaiting ratification by 
the 2 professional bodies. 


